AMENDMENT NO. 2 MARCH 2012 
TO 
IS 11646-2 : 1986 SPECIFICATION FOR CANE 
FOR VISUALLY HANDICAPPED 
PART 2 FOLDING TYPE 


[Page 2, clause 3.4, first sentence (see also Amendment No. 1)| — Substitute the following for existing 
sentence: 


‘The cane may be PVC coated or powder coated to make it white.’ 


(Page 2, clause 4.1, last sentence) — Substitute the following for the existing sentence: 


‘There may be 2 to 5 shafts in order to make it foldable.’ 


(Page 2, clause 4.2, fifth sentence) — Substitute the following for the existing sentence: 


‘The weight of the grip shall be 70 to 100 g and the length 175 to 250 mm.’ 
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